[Recommendations for metrological control of measuring equipments in the clinical laboratories].
The control of the measuring equipment (balances, mass standards, micropipettes, dilutors, volumetric glassware, thermometers...) is essential to obtain reliable analytical results. This control requires knowledge and use of the main standards, instructions for use, metrological verifications and confirmations as well as creation of checking and standardizing certificates ensuring metrological traceability. These items should help to control the quality of the analytical performances (fidelity and trueness in particular).